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Abstract

Background Procedures and Data Analysis

After giving consent each subject was examined and the first metatarsal head of the right foot identified and a 1/4
iInch thick 1.5 inch circle of skived adhesive felt prepared to apply to the plantar skin over the area.

The subjects were then observed in three conditions: barefoot in a standard surgical shoe, barefoot in the surgical
shoe with an unmodified insole, and barefoot in the surgical shoe with an insole modified to remove pixels from
under the designated areas of high pressure. The subjects were allowed time to acclimate to the off-loading device

The Total Contact Cast (TCC) has been recognized as This study evaluated the effectiveness of the FORS-15 Offloading Innersole® (Saluber, San Zeno,
the “gold standard” to treat diabetic foot ulcers due to Italy) in reducing pressure under focal areas on the sole of the foot. A simulated pressure site was
its superior healing rate and ability to reduce pressures created under the right first metatarsal head. Normal subjects walked wearing a surgical shoe while
at the site of ulceration (1). Total contact casts have pressure was measured under the foot in three conditions: no insole, unmodified insole and insole

been shown to heal a higher proportion of DFUs and to  modified for offloading. The study was able to demonstrate an average 43% reduction in maximum

heal them faster than some types of removable cast
boots and shoe-based systems (SBS). Only a very
small minority of clinicians who identify themselves as
wound experts (1.7%-6%) use total contact casts.
Many other clinicians do not have the training or the

pressure under the first metatarsal head when using the modified insole.

and then data was collected while subjects walked in the surgical shoes. Dynamic plantar pressures were collected
at 100 Hz while subjects walked at self-selected speeds in a straight line. The FScan® in-shoe dynamic pressure
measuring system and software (Tekscan, Boston, MA) was used to record pressures ranging from 30 — 1,500
kPa. Pressure insoles were calibrated for each subject to ensure accurate data acquisition.

Three gait trials were performed five mid-gait steps identified from each trial for evaluation. Pressure distributions
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The average pressure reduction by the insole alone was 24.3% and with

the pixels removed 43.4%, reflecting an average additional pressure

reduction of 19.1% when the pixels are removed.
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